Abstract-New optical probes are developed for carotid distention waveform measurements, in order to assess the risk of cardiovascular diseases. The probes make use of two distinct photodetectors: planar and avalanche photodiodes. Their performance is compared for visible and infrared (IR) light wavelengths. The test setup designed for the evaluation of the probes simulates the fatty deposits commonly seen in the obese people, between skin and the artery. The performed tests show that the attenuation of the signal is lower for the IR light, with higher penetration and better resolution in the captured distension waveform, with higher definition in morphological features on the wave and higher signal-to-noise ratio when compared to the visible source signals. The probes show good overall performance in the test setup with a root mean square error lower than 8%. In vivo, the IR probes allow easier waveform detection, even more relevant with the increasing deposit structures.
I. INTRODUCTION
C ARDIOVASCULAR DISEASES (CVD) remain the world's major cause of death [1] . The most important behavioral risk factors of CVDs are unhealthy diet, physical inactivity and tobacco consumption. Often, there are no symptoms of the underlying disease and the first warning usually occurs in the form of a heart attack or a stroke. This emphasizes the need for very early stage diagnostic tools that may be able to detect deviations from normality on parameters that characterize CVDs. The most important cardiovascular risk indicators are: local pulse pressure, the pulse wave velocity and the pulse wave analysis.
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Digital Object Identifier 10.1109/JSEN. 2012.2236549 which is hypertension. Risk estimates from population studies suggest that more than 75% of hypertension causes can be directly accounted to obesity [3] , [4] . In this context it is necessary that the devices developed for hemodynamic parameters assessment in cardiovascular diseases avoid the difficulties associated with the capturing of the signal in patients with obesity characteristics. The activity of the cardiac and arterial functions is reflected as changes of diameter (i.e., distension) of the central arteries [5] . During the heart cycle, a pressure wave travels across the arterial tree in a compliant way forcing the blood vessels to distend elastically according to the pressure wave profile. The pulse pressure waveforms contain specific morphological features related to the cardiac and arterial functions. Consequently, the measurement, analysis and monitoring of the distension waveforms allow a better insight in risk assessment of CVDs.
There are already several methods of non-invasive pulse wave measurement based on different principles and sensors. Historically the first method was the sphygmomanometer which measures the blood pressure, as it is attached to a brachial inflatable cuff connected to an aneroid manometer. The brachial cuff is wrapped around the arm and a stethoscope is placed over the artery for the listening of the Korotkoff sounds, which appear and disappear while the cuff deflates, although this technique only provides information on the maximum and minimum of the pressure [5] . Another technique is the applanation tonometry in which the artery is flattened by applying pressure non-invasively to squeeze the artery against the bone. The applied pressures required to maintain the flattened shape of the probe have to be present during all the recording. This is accomplished by using an array of sensors, each of which measures pressure. This is hard to achieve, since the sensor has to be correctly placed to obtain zero stress of the artery and no deformational stress, which turns applanation tonometry an operator mastery dependent technique [6] . In the last years, piezoelectric based probes have been widely used in arterial pressure waveform assessments, which generate a measurable voltage at the output contacts if they are mechanically deformed [7] , [8] , and [9] . The photoplethysmography is another available solution, based on the transmission of the infrared light produced by a light emitting diode (LED) through a finger or earlobe, which is detected by a photodetector, producing an attenuation profile volume waveform from which changes in volume can be measured. The gold standard for the assessment of the carotid Fig. 1 . Effect on the reflectivity with a passing pressure pulse. distension waveform is the ultrasonography, which is an established source of clinical and experimental information [10] . The ultrasound system measures the intensity of the echo providing information about the type of structures in the scanning region. The technology is especially accurate for delineating the interface between solid and fluid filled spaces, which is a key requirement for vascular analysis [11] , [12] .
The different methods allow measurements of different parameters on the pulse pressure however, none of them are free of interference on the signals detected by requiring mechanical contact, and the commercial systems have limitations on the number of parameters determined.
The distensions in vessel walls, generated by a pressure wave, travel across the arterial tree and can be optically measured in the peripheral arteries like the carotid, as they run very close to the surface and impart a measurable distension. This distension, as it modulates the reflection characteristics of the skin or the artery itself, can be used to generate an optical signal correlated with the passing pressure wave (Fig. 1) . Optical sensors are an attractive instrumental solution in this kind of time assessment applications due to their truly non-contact operation capability, which ensures a contactless measurement [11] .
The performance of the optical probes was evaluated in comparison with a cardiovascular ultrasound system, the gold standard for assessment of the carotid distension waveform. The optical sensors allow the reproduction of the arterial waveform with a higher resolution, adequate to feed feature extraction algorithms [11] .
In the case of obese people, the detection of the pressure wave with the existing methods is rather difficult or impossible. The applanation tonometry in obese subjects is very difficult, as this technique needs a rigid structure to sustain the artery and therefore, fatty structures between the artery and the bone should be avoided [6] .
Situations where the carotid artery is not near the skin surface require wavelengths able to optically penetrate the tissues in order to allow the determination of the distension waveform. To fulfill those needs, probes fitted with infrared (IR) illumination were developed, in addition to the ones using visible light.
The penetration depth of light into a biological tissue is an important parameter for the correct determination of the signal detected by the photodetectors. The near-infrared region of the electromagnetic spectrum provides a window of opportunity with greater tissue penetration. In the 700-1000 nm wavelengths range the tissue penetration is on the order of 10-15 mm [13] . The normal carotid arteries lie 10 mm beneath the skin [14] .
As in the plethysmography principle, in this optical system the pulsatile changes in the light transmission through the living tissues occur due to the changes in the arterial blood volume on that tissue. The measurement of the pulsatile component would eliminate the variations of the light absorption by the tissues, skin, pigment, etc. Thus, only the pulsatile absorbance between the light source and the photodetector corresponds to the pulsatility of the arteries in the resultant signal [15] .
The main absorber in skin tissue is the melanin pigment, a highly effective absorber of light, particularly in the UV and visible wavelength ranges. Most of the scattering in blood is also due to the red blood cells, although there are also small contributions from the leucocytes, the platelets and from the large albumin molecules. The carotid tissue is mainly composed of elastin and collagen fibers and, as expected, it is very thick and consequently responsible for the large scattering and reflection of the light [16] .
The current study describes the development and optimization process of four (4) optical probes, used for the measurement of the distension profile, over time, at the carotid artery site. All the probes have a common design structure which includes the LED illumination in the vicinity of the photodiode sensor. Both elements (light source and sensor) are integrated in the probe's printed circuit board (PCB) which also includes basic electronics conditioning [17] , [18] , and [19] .
II. INSTRUMENTATION
Throughout the development process, the probes were designed to more effectively detect the signal (providing the sensor in the center position and the LED evenly), as show in Prototype Probe Head in Fig. 2 . The PCB is cased in a plastic box and the elements form an ergonomic configuration to ensure a safe and user-friendly probe for both operator and patient.
Silicon photodiodes are semiconductor devices able to response to high energy particles and photons. Photodiodes operate by absorption of photons or charged particles and generate a current flow in an external circuit, proportional to the incident light intensity.
Two distinct types of silicon optical sensors are used in this work: planar (PPD) and avalanche photodiode (APD), each one requiring a particular electronic circuitry. By choosing the correct semiconductor material and the correct casing it is possible to make a sensor capable of generating a photocurrent related only to the spectra of interest.
The photodetectors used in this work are not sensitive to the angle of incidence of the light, integrating the number of photons per unit area and converting them into electric current. The illumination is provided by two LEDs for each photodetector disposed in an axial symmetry. The LEDs approximately act as a point source of light, but have an angular light distribution, as represented in the Illumination Profile at skin surface of Fig. 2 , and, because the skin is a diffuse surface a homogeneous distribution of the reflected light is ensured. Thus, a uniform illumination scheme is provided in the area (about 140 mm 2 ) where the reflection occurs, neglecting the influence of the light incidence angle.
A silicon photodiode can be operated in either the photovoltaic or photoconductive mode. Mode selection depends upon the speed requirements of the application, and the amount of dark current that is tolerable. In this case the photodiodes were operated in the photoconductive mode in order to achieve their fastest switching speeds. The electronic circuit is composed by op-amps for a current to voltage conversion (trans-impedance amplifier).
The spectral response curve represents the absolute responsivity as a function of the wavelength. This curve is commonly shown as a relative response curve in relation to its peak (highest responsivity). The response of the silicon photodiode to the wavelength of the incident light is between 400 nm to 1100 nm, for both the PPD and APD. The responsivity is low at the short wavelengths, increasing until the maximum sensitivity wavelength is reached (940 nm for the PPD and 830 nm for APD) and decreases thereafter.
A. Planar Photodiode
The photodiode is a device in which the electric field of the depletion layer of a P-N junction is used to collect current carriers generated by photonic absorption. The diffused area defines the photodiode active area. The electron-hole pairs generated by light incidence are swept away by drifting in the depletion region and are collected by diffusion from the undepleted region. The generated current is proportional to the incident light or radiation power.
The responsivity of a silicon photodiode is a measure of the sensitivity to light. It is a measure of the effectiveness of the conversion of the light intensity into electrical current, which depends on the wavelength of the incident light. In this work a planar type from Silonex (SLCD-61N3), rectangularshaped photodiode, 10.2 mm × 5.1 mm, biased at 15 V on the photoconductive mode, with a maximum sensitivity wavelength for 940 nm, was used and, consequently, the LEDs selected for this probe have also this wavelength.
B. Avalanche Photodiode
An avalanche photodiode is a photodiode that internally amplifies the photocurrent by an avalanche process. In APDs, a large reverse-bias voltage, typically over 150 Volts, is applied across the active region. The high voltage causes the photoelectrons, initially generated by the incident radiation to accelerate as they move through the APD active region. As these electrons collide with other electrons in the semiconductor material, they cause a fraction of them to become part of the photocurrent. This process is known as avalanche multiplication. Avalanche multiplication continues to occur until the electrons move out of the active area of the APD. Under these conditions, gains of around 50 will result from the avalanche effect, providing a larger signal from small variations of light reflected from the skin and will, at least theoretically, improve the signal-to-noise ratio (SNR).
APDs used in the probes (Advanced Photonics (SD 012-70-62-541)) have a sensitive maximum to light in the infrared wavelength region, specifically at 830 nm. TS Series (Matsusada) is used for a high voltage DC-to-DC converter suited for biasing APDs.
C. Skin Emulation Model
The different tissues that compose the skin (essentially fatty deposits and muscle) have particular optical properties. The indices of light absorption and reflection for each structure allow the understanding of the penetration depth of each wavelength, from the skin to the carotid artery.
There is an optical window in the skin on the region of 600-1300 nm. Wavelengths below 600 nm are strongly absorbed by proteins, melanin, acids and DNA while infrared wavelengths can easily cross the skin and fat barrier before reaching the carotid artery [20] .
In this work, LED light wavelengths capable of crossing the epidermis (melanin layer) and fat structures that could eventually exist, up to its reflection only at the carotid artery were selected. The ideal optic window is in the IR wavelength.
For obese subjects, independently of the cardiovascular condition, acquiring signals at the carotid site using optical sensors can be a hard task to accomplish. In this sense, the use of IR light allows tissue penetration and captures the distension waveform deeper than in the case of visible light that is mostly reflected at the skin surface level (Fig. 3) .
Silicone rubber has optical and mechanical properties similar to those of the skin and is often used to build phantoms in human tissue optical studies [21] . For this reason, silicone layers were used in the developed test bench in order to simulate the thickness of the structures that make up the skin and fatty accumulations.
The optical absorption measured across the wavelength range of 300 to 1700 nm, shows that the silicone has strong absorption bands in the mid-infrared spectrum range, with a maximum at 1260 nm, and has a high refractive index and a lower absorption (<1%) in the visible spectrum [22] , [23] .
This study compares three different wavelengths, 635, 830 and 940 nm and two photodetectors (APD and PPD) for the assessment of the distension waveform in the carotid.
III. TEST SETUP
The test setup was designed to evaluate the optical ability of the developed probes in measuring distensions with the same magnitude of the ones observed at the carotid site. Different number of silicone layers was placed in front of the probes, to simulate the fat structures that can be accumulated in the neck, between the skin and the artery.
The arbitrary waveform generator (AWG), Agilent 33220A, in Fig. 4 , was previously loaded with typical cardiac waveforms, as described in the literature [24] , which feeds an actuator, (ACT), 700 µm Physik Instrumente GmbH, P-287, driven by a high voltage linear amplifier (HV Amp), Physik Instrumente GmbH, E-508.
The cardiac waveforms generated in the test setup were of two types, one corresponding to a healthy individual, type C and one with pathological features, type A [24] . The actuator describes this waveforms and moves a mechanical structure (MS) separated from the probe by a variable number of static layers of silicone rubber.
In the probe, light is produced by two LEDs (L1 and L2). The lighting system uses a current regulator based on transistors to ensure uniform target illumination. Variations of the reflected light are detected in the photodiode and driven to dedicated electronic circuitry (EC), which complete the optical probe as a whole.
The signals were acquired using a 16-bit resolution data acquisition system (National Instruments, USB6210) with a sampling rate of 20 kHz and stored for offline analysis using Matlab.
IV. RESULTS
On the test setup the signals from the two types of probes (PPD and APD) were acquired with several silicone layers to simulate different levels of fat accumulation. Each silicone layer has a 1 mm thickness and the tests were conducted using 2 to 10 layers (10 mm). The signals were acquired for cardiac shaped pulses of frequencies 0.5, 1 and 1.5 Hz, to ensure that healthy and pathological cardiac frequencies were covered. This range was chosen to enclose possible heart rate at rest, normal conditions in the acquisition of signals.
Signal acquisition was made in human carotid arteries in order to compare the results obtained with the analysis in the test setup.
A. Signals in the Test Setup
The signals were obtained for both red and infrared lights, transmitted through two, four, six, eight and ten silicone layers. Fig. 5 shows the waveform, type C with 1 Hz, detected by the PPD with different number of silicon layers.
The reflected radiation that reaches the photodetector is composed by the light reflected on the surface of the silicone and by the component that is reflected in the deeper layers. The reflection from the top surface corresponds to the DC component of the signal detected and the AC component captures the reflected light at the pulsating mechanical structure in movement. The DC component was removed and the AC component was normalized. The main objective of these probes is the measurement of the pressure waveform, and the layers have a low pass filter effect that do not affected the waveform profile but decreases the signal amplitude and the SNR level.
The intensity of the transmitted light decreases exponentially with the increasing number of layers, i.e., the thickness of the homogeneous body. Lambert's law (1) describes the amount of attenuation (absorption) that the radiation undergoes passing through a thickness of material, where µ is the linear absorption (or attenuation) coefficient
In (1), the measured intensity I transmitted through a silicone layer with thickness n is related to the incident intensity I 0 according to the inverse exponential power law.
The attenuation coefficient is a quantity that characterizes how easily a material can be penetrated by the light. A large attenuation coefficient means that the beam is quickly "attenuated" as it passes through the material, and a small attenuation coefficient means that the material is relatively transparent to the beam. The attenuation coefficient was determined for the two probes with visible and infrared light.
The black line, in Fig. 5 , is the attenuation suffered by the detected radiation with the increasing number of silicone layers. Using an exponential fit to this curve, it is possible to determine the attenuation coefficient for each wavelength, visible and infrared light. For visible light this attenuation coefficient is µ visible = 0.5930 mm −1 and for infrared light is µ IR = 0.3971 mm −1 . The augmentation of the radiation absorbed by the silicone layers and the decreasing of the transmitted light that reaches the photodetector are evident in the increasing of the computed attenuation coefficient. For the APD probe with visible or infrared light the behavior is similar. For the signals obtained in the test bench, a spectral analysis was performed in order to determinate the attenuation provided by the silicone layers. Fig. 6 shows the spectrum obtained for signals acquired with the avalanche photodetector with visible light, without silicone (grey line) and with 10 layers (black line).
In the frequency window of interest for the analyzed signal, 40 to 100 Hz, there is a nearly constant attenuation at about 20 dB for signals acquired with ten silicone layers. It is possible to identify in the spectrum the frequencies which correspond to the electronic interference detected by the optical sensors, such as the frequencies of the light bulbs (50 Hz) or monitors used during the acquisition (87 Hz). The silicone attenuating those two frequencies in the transmitted optical signal just the same, but the electrical pickup from electronics devices is overwhelming the optical signal. For the IR light, the attenuation also occurs at low frequencies with smaller impact, at an almost constant attenuation level of less than 10 dB.
In the case of the planar probe, the spectral analysis of the acquired signals showed the same attenuation at low frequencies (20 dB for of visible light and 10 dB for IR light).
The signals from four and ten silicone layers for waveform types A and C acquired at 1 Hz are shown in Fig. 7 . The signals acquired by the APD probe with infrared light, exhibit higher amplitude as well as a better waveform resolution. The signals acquired with visible light, marked in red, show smaller signal amplitude and a higher noise interference imparting lower resolution to the waveform, mainly in the morphological features that enclose a great clinical importance. Once again, IR light exhibits a better performance, with the lower RMSE values, although there is not a clear distinction between the photodetectors used.
Another parameter that is used to quantify how much a signal has been corrupted by noise is the SNR. Its value in dB is computed by the relation between signal amplitude and noise amplitude. The experimental determination of this parameter was accomplished by acquiring signals from the photodetector with the movement of the actuator and in static conditions. The last one yields just the noise since there is no signal while the first is the signal plus noise component. Results from the two probes for A and C waveform types for different frequencies are shown in Fig. 8 .
The SNR from the PPD probes for the red and infrared wavelengths decrease with the increment of the number of silicone layers. It is also noticeable that the SNR obtained with infrared light is always greater than its counterpart obtained with red light (Table I) . SNR values for APD probes are shown in Fig. 9 . For two silicone layers, (low fat accumulation), visible and IR light perform similarly. However, as the number of silicone layers increases, IR light probe show higher SNR values.
B. In-Vivo Carotid Measurements
Following the preliminary tests with both systems, a set of in-vivo carotid measurements were carried out to validate the use of the optical probes for in vivo conditions.
The radiation spectrum of a person is the same as the one of a blackbody. The Wien's Law allows the determination of the maximum wavelength of radiation for a human (body temperature of 37°C), that is 9700 nm. This wavelength corresponds to the infrared radiation, also known as body heat. This wavelength is well above the electromagnetic spectrum range used by the optical probes, as the spectral range of sensitivity of both, the planar and avalanche photodiodes, is between 400 and 1100 nm. The influence of the infrared radiation emitted as animal heat, in this specific case the human body, is negligible [25] . The study protocol was approved by the ethical committee of the Coimbra Central Hospital (CHC), Portugal. All subjects were volunteers and gave a written informed consent. The waveform was measured in the carotid artery by a near contact placement. Measurements were performed while subjects were in a quiet environment after at least 10 minutes of supine rest and the signals were stored for offline analysis.
In the acquired signal, the DC component represents the light absorption of the tissue, venous blood, and non-pulsatile arterial blood, and the signal has a baseline drift caused by the patient's natural movements (such as breathing). The AC component of the signal is related to the pulsatile arterial blood.
The resulting waveforms were obtained along several cardiac cycles. The signals obtained in the human carotids show that the infrared probes allow the acquisition of cardiac waveforms with lower noise and, consequently, better definition at the morphological features (Fig. 10) . Another, not so obvious, advantage of the IR lit probes is that it eases the operator's task since the detection of the optimal positioning of the probe becomes faster. This effect assumes great importance in practice since it can determine the overall time spend in acquiring data from a patient.
V. CONCLUSION
The developed optical probes demonstrated a good overall performance on the test setup system. The probes with infrared light show better results with the progressive increase in the number of silicone layers. They also provide better resolution in the waveform features and higher SNR and lower RMSE when compared to the signals acquired with visible light.
The APD has an inner gain of 50 due to its intrinsic avalanche effect and is considered almost point-like (1 mm 2 ). On the other hand, the PPD has a detection area of 52 mm 2 , which is 52 times larger than the APD detection area. However, as the PPD does not have any inherent gain, we can consider that the gain of the APD compensates the detection area of the PPD and thus, the signals can be compared. APD probes exhibit a better performance for both visible and IR lighting, with better SNR when compared to the signals from the PPD probes. On the other hand, the APD has a stronger electric field which allows the decreasing of the drift velocity, a fast response time and an increased bandwidth response.
The study of the attenuation coefficient showed that there is a greater absorption of visible light, when compared to the infrared light, in the silicon layers for both the APD and PPD probes: µ Visible > µ IR . For the probes with visible illumination, a lower amount of light is transmitted than with infrared illumination, and the signal detected is poorer, demonstrating the preference for the ability of the infrared light in tissue penetration, in order to detect the signal in cases of fat accumulation.
Spectral analysis of the signals obtained in the test setup showed that the silicone layers attenuated about 20 dB for the signals acquired by the optical probes in the case of visible light, but less than 10 dB in the case of infrared light.
In human carotids, the infrared probes allow an easier waveform detection of the signal in the photodiode. This effect becomes even more relevant with the increasing of the fatty structures thickness, which is accumulated in the obese neck.
The good results obtained with the PPD combining with the much lower cost of the PPD detector than the APD and the easy bias voltage of 15 V, does the solution LED/PPD combination the best option.
In the future, the primary optimization is the development of a simpler method for acquisition and processing of the signals, as it needs to be performed by an expert operator. The simplification of the process will allow an easier use of the probes in the clinical environment.
